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A Survey  of  the  Equipment  and  Procedures  for  the  Photometry  of 
Projectors  at  the  National  Bureau  of  Standards 

L,  Chernoff 

lo  PURPOSE 

The  object  of  this  report  is  to  describe  the  procedures  used 
and  equipment  available  for  projection  photometry  at  the 
National  Bureau  of  Standards,  This  paper  besides  serving  as 
a guide  for  making  this  type  of  measurements,  will  make  a de» 
tailed  description  of  the  procedures  for  photometric  measurement 
of  projectors  unnecessary  in  future  NBS  test  reports. 

2,  EQUIPMENT 
2,1  Ranges 

There  are  two  ranges  for  the  photometry  of  projectors  at  the 
National  Bureau  of  Standards,  The  choice  of  range  and  the  actual 
photometric  setup  are  determined  by  the  intensity,  size,  shape, 
and  type  of  the  unit  to  be  tested. 

a.  30“Meter  Range 

Smaller  units  are  in  general  tested  on  the  30= meter  range,  which 
is  located  in  the  attic  of  the  East  Building  of  the  National 
Bureau  of  Standards,  The  photocell  and  standard  lamp  for  cali- 
brating it  are  mounted  on  a movable  ‘^photometer  bar,”  shown  in 
figures  lA  and  IB,  By  moving  the  photometer  bar,  a maximum  dis- 
tance of  30  meters  can  be  obtained  between  the  unit  under  test 
and  the  photocell.  The  standard  lamp  can  be  moved  in  and  out  of 
the  calibration  position  by  remote  control. 

The  goniometer,  which  is  located  at  one  end  of  the  30° meter 
range,  is  shown  in  figure  2,  Units  mounted  on  it  can  be  rotated 
about  a horizontal  axis  through  two  pivot  points  on  the  U-shaped 
inner  frame.  There  are  two  rotary  tables  for  horizontal  trav- 
erses which  permit  the  goniom.eter  to  be  used  as  either  a class 
A or  class  B goniometer.  The  inner  table  on  which  the  test  unit 
is  mounted  is  used  almost  exclusively,  hov/ever.  This  table  pro- 
vides rotations  about  a secondary  axis  corresponding  to  the 
vertical  perpendicular  to  the  horizontal  axis  which  in  this 
case  is  fixed 5 when  the  goniometer  is  operated  in  this  manner, 
it  is  a type  A goniometer, 

horizontal  traverses  obtained  by  rotating  the  larger  table  on 
which  the  outer  frame  is  mounted  result  in  rotations  about  a 
fixed  vertical  axis  5 when  the  goniometer  is  operated  in  this 
manner,  it  is  a type  B goniometer 


the  equipment  used  in  calibrating,  however  the  shielding  for  stray 
light  between  the  standard  lamp  and  the  photocell  has  been  removed, 
and  a white  background  has  been  substituted  for  the  normally 
black  one. 
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Figure  lA 


I 
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Figure  IB 


THE  GONIOMETER  OF  THE  30-METER  RANGE 
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Figure  2 


The  goniometer  is  gear-driven  in  both  the  horizontal  and  vertical 
directions  and  is  generally  turned  by  means  of  synchronous  motors. 
When  a self-balancing  recording  potentiometer  is  usedj  the  record- 
er chart  is  driven  by  another  synchronous  motor  which  is  powered 
from  the  same  source  as  is  the  goniometer  motor.  Gear  ratios 
for  the  recorder  and  the  goniometer  can  be  varied  to  make  avail- 
able several  choices  of  speed  of  rotation  and  chart  speedy  and 
hence  provide  a range  of  angular  scales  (degrees  per  division) 
on  the  chart. 

One  source  of  error  in  goniometry  is  the  backlash  of  the  driver 
gears.  For  horizontal  traverses,  the  errors  due  to  backlash  are 
minimized  by  running  traverses  in  only  one  direction.  In  the 
vertical  direction,  backlash  can  result  from  inconstant  torque 
and  from  the  goniometer  cradle  passing  through  a balance  point 
in  the  course  of  the  traverse.  To  minimize  these  effects,  with 
the  test  unit  mounted  on  the  goniometer,  the  pinion  gear  on  the 
vertical  drive  is  disengaged  and  the  inner  frame  is  balanced 
by  means  of  the  counterweights  at  the  top  of  the  goniometer. 

After  this  balancing,  a constant  torque  is  applied  by  means  of 
a small  weight  at  the  end  of  a cable  which  passes  over  a pulley 
connected  to  the  vertical  drive  shaftl.  The  pulley  and  weight 
are  seen  to  the  left  of  the  goniometer  (figure  2). 

In  order  to  minimize  the  errors  caused  by  stray  light  the  photom- 
eter bar  is  provided  with  a series  of  shields.  One  of  these 
shields  is  seen  in  figure  1,  In  addition  there  are  adjustable 
screens  situated  along  the  range  between  uhe  goniometer  and  the 
photometer  bar.  The  goniometer  and  the  background  of  the  pho- 
tometer bar  are  black. 

The  minimum  test  distance  which  can  be  used  in  photometry  is 
called  the  “minimum  inverse- square  distance, The  illumination 
from  the  light  unit,  measured  at  distances  greater  than  this 
minimum,  obeys  the  inverse- square  law.  The  photometric  distance 
is  made  greater  than  this  minimum  distance.  The  minimum  inverse- 
square  distance  is  determined  by  the  type  and  size  of  the  light 
source  lens,  reflector,  etc,,  and  must  be  considered  individ- 
ually for  each  unit.  If  this  distance  is  more  than  30  meters 
(100  feet),  the  30-meter  range  can  not  be  used. 

The  case  of  the  photometry  of  a searchlight  emitting  a parallel 
beam  is  shown  in  figure  3»  For  this  case,  the  angle  subtended 
by  the  optic  (reflector)  of  the  searchlight  at  the  photocell 
must  be  greater  than  the  angle  subtended  at  the  point  on  the  re- 
flector farthest  from  the  light  source  by  the  smallest  projected 
dimension  of  the  light  source.  If  the  reflector  is  viewed 
through  a telescope  at  the  position  of  the  photocell,  the  reflec- 
tor will  then  appear  bright  over  all  the  aperture. 
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From  these  considerations ^ the  minimum  inverse- square  distance , 
Lq  , is  given  by 


where 


^o  = 

6s 


'Lf  is ' th©' ^minimum  inverse- square  dj  stance*^  (in' feet).  ^ 


^ is  the  distance  from  the  point  on  the  reflector  that  is 
farthest  from  the  light  source  to  the  axis  of  the  search- 
light (in  inches). 


^ is  the  distance  from  the  light  source  to  point  “a”  (in 
inches),  and 

_s  is  the  smallest  projected  dimension  of  the  light  source 
as  viewed  from  point  *“__§**  (in  inches). 

To  illustrate,  these  considerations  may  be  applied  to  the  photom- 
etry of  two  different  type  PAR-6lf  lamps,  one  with  a 300-watt 
6. 6- ampere  filament  and  the  other  with  a 120-watt  6- volt  (20- 
ampere)  filament.  These  lamps  have  the  same  overall  dimensions 
and  differ  only  in  the  size  and  construction  of  the  filaments. 
Both  lamps  have  clear  covers  and  employ  parabolic  reflectors, 
and  both  emit  a parallel  beam  of  light.  For  both  lamps,  the 
dimension  a is  3«7  inches  and  the  dimension  d is  3*8  inches. 


The  filament  of  the  300-watt  lamp  is  of  the  CC-6  type;  that  is, 
the  filament  wire  is  wound  in  a helix  and  the  helix  is  again 
wound  into  a larger  helix.  The  axis  of  the  larger  helix  is  per- 
pendicular to  the  axis  of  the  reflector.  The  smaller  helix  is 
wound  so  tightly  that  its  diameter  can  be  considered  the  smallest 
dimension  of  the  light  source,  and  its  projected  dimension, 
dimension  s,  is  this  diameter*  0,033  inch,  _Lq  is  therefore  70 
feet,  which  permits  the  lamp  ro  be  photometered  on  the  30“ meter 
range. 


The  filament  of  the  120- watt  lamp  is  of  the  C-6  type.  The  fila- 
ment wire  is  wound  into  a single  helix.  This  helix*  is  wound  so 
loosely  that  the  single  turns  of  the  coll  can  be  discerned. 
Therefore  the  diameter  of  the  filament  wire  itself,  0,020  inch,,  , 
is  considered  its  smallest  projected  dimension.  Lq  is  120 
feet,  and  on  this  basis  this  lamp  should  be  photometered  on  the 
279- meter  range  described  below,* 

* The  separate  turns  of  the  helix  cannot,  however,  be  discerned 
from  the  extreme  regions  of  the  reflector.  For  the  region  of  the 

reflector  where  the  separate  turns  of  the  helix  can  just  be  dis- 
cerned, both  a and  d are  about  2,2  inches  and  Lq  computed  for 
this  region  is  40  feet.  At  the  extreme  regions  of  the  reflector, 
the  diameter  of  the  (footnote  continued  at  top  of  page  7) 


I helix j 0.083  inch,  is  the  smallest  projected  dimension  of  light 
source,  and  Lq  is  28  feet.  This  lamp  would  therefore  be  pho- 
tometered  on  the  30- meter  range.  See  Walsh,  J.V/.T,  Photometry 
London  (Constable  & Company  Ltd.,  1953)®  Chapter  XIv. 


b.  279“Meter  Range 

Larger  lights  are,  in  general  tested  on  the  279“meter  range. 

The  photocell  and  the  standard  lamp  are  located  in  a hut  on  the 
roof  of  the  Industrial  Building  at  the  National  Bureau  of  Stand- 
ards. The  range  has  been  designed  with  the  photocell  facing 
south  so  that  during  the  day  the  photocell  views  the  shaded 
side  of  the  building  in  which  the  goniometer  is  located  and  of  the 
intervening  stray- light  shields.  A baffling  tube  and  two  addi- 
tional stray-light  shields  are  also  situated  on  the  roof  of  the 
Industrial  Building,  Figures  hA  and  4-B  are  photographs  showing 
the  hut,  together  with  the  shielding  for  stray  light. 

The  goniometer  recording  potentiometer  and  all  electrical  con- 
trols are  located  in  a room  on  the  top  floor  of  the  Computer 
Laboratory.  The  distance  between  the  photocell  and  the  goniom- 
eter is  fixed,  279® C meters. 

This  goniometer  was  constructed  from  a 6C-inch  coast-defense 
searchlight  and  is  shown  in  figure  5®  In  order  to  obtain  greater 
I precision  in  the  angle  settings,  the  old  gearing  was  removed, 
and  more  precise  gearing  was  installed.  Tests  have  shown  that 
the  angles  for  small  traverses  can  be  set  with  an  error  of  less  than 
C.C3°  in  both  horizontal  and  vertical  settings .3 

Units  mounted  on  this  goniometer  can  be  rotated  about  a fixed 
vertical  axis  and  about  a secondary  axis,  corresponding  to  the 
horizontal,  perpendicular  to  the  fixed  axis.  Errors  resulting 
from  inaccurate  vertical  centerings  of  the  test  unit  are  general- 
ly negligible;  e.g.,  if  a unit  is  mounted  2 feet  below  or  above 
the  center  of  rotation  of  the  goniometer,  for  a vertical  rotation 
of  3C°  there  will  be  an  error  of  C.2  percent  in  the  candlepower 
reading  due  to  the, change  in  photometric  distance,  and  a corres- 
ponding error  in  the  vertical  angle  readings  of  0.015°.  The  gon- 
iometer is  so  sturdy  that  there  is  minimum  backlash  of  the  driver 
gears  resulting  from  inconstant  torque.  It  was  found  that 
under  an  extremely  asymmetrical  loading  of test  unit  the  error 
resulting  from  backlash  was  within  0.04-°,*^ 

This  goniometer  is  generally  driven  by  hand  although  motor  drives 
are  installed.  An  **x-y**  recorder  is  used  and  the  chart  drive  of 
the  recorder  is  controlled  by  a self-balancing  potentiometer 
(the  y-axis  amplifier^  A voltage  signal  from  a potential  divid- 
er attached  to  the  drive  mechanism  of  the  goniometer  is  connected 


THE  BAFFLING  TUBE  OF  THE  279-METER  RANGE-  Seen  are  the  baffling  tube  and  one 
of  the  two  other  baffles. 
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A CLOSE-UP  VIEW  OF  THE  BAFFLING  TUBE-  The  front  of  the  tube  is  covered  with 
0 removable  protective  ■Jhleld, 
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Figure  4B 
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THE  GONIOMETER  OF  THE  279-METER  RANGE-  An  aircraft  search 
light  is  mounted  on  the  goniometer 
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Figure  5 
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to  the  input  of  the  y-axis  amplifier , thus  making  the  chart 
position  a function  of  the  goniometer  angle. 

The  baffling  tube  and  some  of  the  other  stray- light  shielding 
seen  in  figures  4A  and  l+B  block  out  all  but  a 6-foot-diameter 
area  of  view  at  the  goniometer.  This  baffling  is  effective 
enough  to  permit  much  of  the  photometry  on  the  279-nieter  range 
to  be  carried  out  during  the  day.  The  illumination  from  the 
background  is  equivalent  to  that  of  a light  with  an  intensity  of 
about  1 kilocandle  and  as  a general  rule  any  light  whose  peak 
intensity  is  over  100  kilocandles  can  be  photometered  during 
daylight. 

As  shown  in  figure  6 the  standard  lamp  and  photocell  are  so  ar- 
ranged  that  they  do  not  have  to  be  moved  for  calibration  or 
test  measurements.  The  photometric  axes  from  the  standard  lamp 
and  from  the  test  unit  are  respectively  5®  left  and  right  of  an 
axis  perpendicular  to  the  face  of  the  photocell.  The  response 
of  the  photocell  used  in  the  279-meter  range  is  symmetric  with 
respect  to  the  angle  of  Incidence  of  the  light  illuminating  it. 
Therefore,  such  an  arrangement  introduces  no  experimental  errors. 

The  distance  of  the  test  unit  to  the  photocell  on  the  279-meter 
range  is  so  large  that  correction  for  the  transmission  of  the 
air  path  must  be  made.  The  transmittance  at  the  time  of  photom- 
etry is  measured  by  means  of  a National  Bureau  of  Standards Trans- 
missometer^  and  is  used  as  a correction  in  the  calibration  of 
the  photometer. 


2,2,  PAR  Lampholder 

A holder  for  PAR-type  lamps  is  used  to  facilitate  the  mounting 
of  lamps  of  this  type.  Since  PAR-type  lamps  are  generally  tested 
on  the  30" meter  range  the  PAR  lampholder  has  been  designed  to 
be  easily  mounted  on  the  goniometer  of  this  range  and  is  shown 
in  figure  7.  A set  of  removable  mounting  rings  makes  it  possible 
to  mount  any  of  the  various  sizes  of  PAR  lamps  on  the  PAR  lamp- 
holder. 

The  holder  contains  a telescope  with  cross  hairs  which  is  used 
to  align  the  holder  with  a mark  at  the  other  end  of  the  range 
so  that  the  axis  of  the  PAR  lamp  reflector  will  coincide  with 
the  photometric  axis.  It  is  therefore  possible  to  remove  the 
PAR  lampholder  from  the  goniometer  and  to  replace  it  at  some 
future  time  with  the  PAR  lamp  aligned  as  before, 

2,3  Photo-Sensitors 

The  photo- sensltors  used  in  the  photometric  measurements  are 
constant- current  devices  which  produce  currents  proportional 
to  the  illuminance  on  their  faces.  All  photo- sensit or s used 


A REAR  VIEW  OF  THE  PAR  LAMP  HOLDER-  Seen  are  the  telescope 
for  aligning,  the  mounting  ring,  and  the  back  of  a-  PAR-56 
lanq?  which  has  been  mounted  on  the  holder. 
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are  color-corrected  by  means  of  optical 'f liters  ir  order  to 
make  their  response  similar  to  the  CIE  spectral  luminous  effi- 
ciency function.  Two  different  types  of  photo- sens it or s are  in 
general  use,  the  barrier-layer  photocell  and  the  vacuum  phototube. 
While  photomultiplier  tubes  are  available,  there  has  been  no  oc- 
casion to  use  them  for  the  photometry  of  projectors  at  the 
National  Bureau  of  Standards  laboratories  in  the  last  few  years. 


The  barrier- layer  photocell  is  a solid  state  device  and  is  the 
type _ generally  used.  In  the  selection  of  a photocell  for  photo- 
metric testing,  several  cells  which  were  color  corrected  by 
means  of  color  correcting  filters  were  examined  for  spectral 
response,  In^this  process,  the  transmittance  of  several  colored 
filters  for  light  of  a specified  color  temperature  is  measured 
with  these  photocells.  These  measurements  are  compared  with 
transmitt ances  determined  from  spectrophotometric  measurements. 

The  results  of  one  such  series  of  measurements  are  tabulated 
in  table  I. 

The  photocells  with  good  color  response  are  then  tested  for  linear- 
ity; the  oie most  linear  in  its  response  is  selected  for  use.  The 
response  of  the  photocell  being  used  at  present,  cell  number  3 
of  table  I was  found  to  be  linear  to  better  than  0„1^  in  the 
most  useful  range.  This  is  sufficiently  linear  for  photometric 
testing.  The  results  of  the  linearity  measurements  of  this 
photocell  are  shown  in  figure  8, 

The  barrier- layer  photocell  is  used  with  two  different  circuits. 
For  most  photometric  work  with  this  photocell,  an  external  shunt 
is  used.  The  voltage  drop  across  the  shunt  is  amplified  by 
means  of  a linear  amplifier  and  the  output  of  the  amplifier  is 
recorded  on  the  recorder  chart  of  a self-balancing  potentiometer. 
This  circuit  is  shown  in  figure  9®  However,  when  greater  pre- 
cision is  required  in  the  measurements,  or  when  the  illumination 
on  the  face  of  the  photocell  is  either  very  large  or  very  low, 
a “zero-resistance"  readings 


For  flashing  lights  of  short  flash  duration  such  as  the  conden- 
ser-discharge light,  and  for  lights  of  very  low  intensity,  a 
type  PJ-14-B  vacuum  phototube  is  used,  5 The  phototube  with  its 
power  supply  is  housed  in  a metal  box  and  is  shown  in  figure  10, 
The  phototube  is  color-corrected  by  means  of  a specially  de- 
signed filter;  the  accuracy  of  this  color  correction  is  indica- 


a. 


Barrier-Layer  Photocell 


are  made  directly 


b.  Vacuum  Phototube 


ted  in  figures  llA  and  IIB 


Table  I Color  Response  of  a Group  of  Photovoltaic 

Cells  vith  Filters 


vO 

rH 

rH 

CO 

O rH 

'OvD  O 

o too- 

CD 

CJnO  on 

O O ON 

GnOnO 

O ONOO 

o 

<H 

iH  >H 

rH 

rH 

ua 

iH 

H rHvO 

,d-phON 

\O  CO  O- 

fH 

H O ON 

O O ON 

CJNCJNCJN 

C5NCO0O 

CD 

• • • 

• • • 

• • • 

o 

H H 

H H 

o 

-p 

cd 

ph 

rH 

O CN-pf 

OJ  OJ  CN- 

vOnO  O 

Ic^O-OO 

0) 

H 

OJ  O ON 

o o o 

CJNCjNO 

CJNcoco 

o 

CD 

• • • 

• • • 

• • • 

• • • 

a 

O 

iH  iH 

(H  iH 

rH 

cd 

4-> 

-p 

•H 

rn 

a 

0) 

H 

O O Ph 

ONiH  t>- 

H O CM 

(JNCMOO 

sd 

rH 

O O CSN 

OnO  on 

O O O 

CJn(JN00 

cti 

QJ 

• • • 

• • • 

• • • 

• • • 

O 

rH  rH 

iH 

H H H 

EH 

cd 

H 

Pi-O  VN 

OHO- 

CO  O-  H 

00  ooo 

H 

O O ON 

O O ON 

CTNONO 

ON  ON  CO 

CD 

O 

iH  rH 

rH  rH 

H 

1 

rH 

D^O-Cn. 

CM  CM  O- 

CO  OO 

HO  O- 

— 1 

iH  O ON 

O O (JN 

ONOO 

O (JNOO 

CD 

• • • 

• • • 

• • • 

• • • 

O 

rH  iH 

H H 

fH 

rH 

10 


o 

* 

o 

O 

'H 

* 

H CM  pi- 

O-CM  UN 

O-H  ON 

ooo 

* 

phCM  CM 

CM  H CM 

COO  O 

CM  pi- UN 

c/) 

EH 

O CM  CO 

pI-nO  o- 

O CM  ph 

O HCM 

•H 

(D 

■P 

o 

* 

ICNCOH 

O H.J- 

ON  COO 

O COON 

cti 

* 

O-H  ^ 

tOCM 

0-0- UN 

CO  CJNCM 

H 

>» 

CM  cooo 

vO  UN  J- 

O CM  CO 

cd 

o 

Um>.oo 

OCO  ^ 

COO  p 

O CM  O 

* 

CM  CO  pi- 

mo-UN 

cohun 

NO  NO  CM 

CD 

COnOnO 

IfNlCN 

CM  COCO 

H H CO 

•P 

rH 

•rH 

Fh 

o 

Fd 

O 

rH 

0 

0 

rH 

Td 

<H 

0 

dJ 

o 

CDS  S 

CDS  2 

J4=  = 

HS  2 

o 

o 

Pd  o 
'IfetH* 


* 

* * 
* * 


atio  of  transmittance  measured  by  photocell  to  transmittance  determined 
m spectrophotometric  measurements 
-coordinate  on  the  CIS  chromaticity  diagram 
y- coordinate  on  the  CIE  chromaticity  diagram 
Transmittance  of  the  filter  as  determined  by  spectrophotometric  measurements 


LINEARITY  OF  RESPONSE  FOR  SELECTED  BARRIER-LAYER  PHOTOCELL 
Note-Voltage  drop  across  photocell  did  not  exceed  1 millivolt. 
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PJ-14B  PHOTOTUBE  PHOTOMETER  HEAD 


RELATIVE  RESPONSE,  percent 


RELATIVE  SPECTRAL  RESPONSE  OF  UNCORRECTED  PJ-14B  VACUUM 
PHOTOTUBE  AND  CIE  LUMINOUS  EFFICIENCY  FUNCTION 
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SPECTRAL  TRANSMITTANCE  OF  DESIRED  AND 
DESIGNED  COLOR-CORRECTING  FILTER 
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A General  Radio  Type  123OA  d-c  amplifier  is  used  to  amplify  the 
output  of  the  phototube.  This  amplifer  has  been  modified  so 
that  it  may  also  be  used  as  a potentiometer  when  greater  accuracy 
is  necessary. ° 

For  the  photometry  of  flashing  lights,  it  is  desirable  to  com- 
pute the  effective  intensity  of  the  flash  which  is  determined 
from  a measurement  of  the  average  intensity  of  the  flash. 2 in 
order  to  read  the  average  intensity,  a resistance-capacitance 
network  is  placed  across  the  phototube  so  that  the  photometer 
circuit  will  have  a suitable  time  constant,  A diagram  of  the 
photometer  circuit  employing  the  PJ-14B  phototube,  together  with 
such  a resistance-capacitance  network,  is  shown  in  figure  12,  The 
combination  of  d-c  amplifier  and  phototube  is  useful  in  measur- 
ing steady  illuminations  as  low  as  0,00001  footcandle. 

3.  CALIBRATION  OF  THE  PHOTOMETRIC  SYSTEM 
3.1  Introduction 

Lamp  standards  of  luminous  intensity  are  used  for  calibrating 
the  photometric  testing  equipment | a separate  calibration  is 
made  before  each  test  and  a record  is  kept  of  the  photometer 
sensitivity  in  order  to  detect  any  irregularities.  The  illu- 
mination on  the  photocell  produced  by  the  standard  lamp  is 
adjusted  to  some  typical  value  of  the  illumination  produced  by 
the  test  light j generally  in  the  range  of  75^  to  100^  of  the 
peak  illumination  from  the  test  light.  This  procedure  minimizes 
errors  resulting  from  nonlinearity  of  the  response  of  the  photo- 
cell, The  adjustment  of  the  illumination  of  the  standard  lamp 
on  the  photocell  is  accomplished  by  varying  the  distance  of  the 
standard  lamp  from  the  photocell  and  by  using  optical  attenuators. 
The  photometer  is  usually  calibrated  so  that  it  is  direct  read- 
ing. 

3.2  Standard  Lamps 

The  standard  lamps  used  are  "working  standards”  whose  intensity 
has  been  determined  at  a given  voltage, Standard  lamps  are 
available  ranging  in  intensity  from  about  8 to  900  candles. 

When  a colored  light  is  being  tested,  a filter  is  placed  between 
the  standard  lamp  and  the  photocell,  which  results  in  a standard 
lamp- filter  combination  having  approximately  the  same  spectral 
characteristics  as  those  of  the  light  to  be  tested.  This  pro- 
cedure minimizes  errors  resulting  from  inadequate  spectral  cor- 
rection of  the  photocell.  In  this  procedure  a standard  lamp  of 
known  intensity  and  color  temperature  is  needed, 

3»3  Attenuators 

Sector  disks  are  used  almost  exclusively  for  light  attenuation, 
although  neutral  filters  are  also  available.  The  sector  disk 
is  generally  placed  between  the  standard  lamp  and  the  photocell 
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to  obtain  the  proper  range  of  calibration  illumination;  however , 
when  the  intensity  of  the  light  being  photometered  is  unusually 
high,  the  sector  disk  may  be  used  to  attenuate  the  illumination 
from  the  test  light.  The  range  of  sector  disks  available  is 
from  Ifo  to  80%  transmittance. 

When  a sector  disk  is  used,  it  is  placed  within  a few  inches  of 
the  photocell  in  order  to  reduce  error  from  stray  light.  The 
disk  is  rotated  at  a few  hundred  revolutions  per  minute,  which 
is  fast  enough  to  minimize  error  from  apparent  flicker.  When 
a high  illumination  is  attenuated  by  a sector  disk  of  low  trans- 
mittance there  is  an  error  due  to  only  one  part  of  the  photocell 
being  illuminated  at  a time;  this  error  is  successfully  elimi- 
nated by  placing  a condenser  of  about  4 mfd,  across  the  output 
of  the  photocell,  (Care  must  be  taken  to  obtain  a capacitor 
which  does  not  itself  generate  a small  emf.) 

3*4  Calibration  Procedure 


If: 


1 is  the  photocell  current 

_I  is  the  intensity  of  the  light  illuminating  the  photocell, 
and  JD  is  the  distance  from  the  test  unit  to  the  photocell. 

Then  i = kl/D^  (1) 

where  k is  the  sensitivity  of  the  photocell. 

It  is  usually  convenient  to  calibrate  the  photometer  to  be  direct 
reading,  so  that 

I = N 5 (2) 

where  5 is  the  reading  of  the  potentiometer  of  the  measuring 
circuit,  and  where  N is  an  integral  power  of  10  or  the  product  of 
an  integer,  generally  2 or  5j  and  an  integral  power  of  10. 

The  photometer  is  then  calibrated  using  a standard  lamp.  If 
1 3 is  the  intensity  of  the  standard  lamp, 

Dg  is  the  distance  of  the  standard  lamp  from  the  photocell, 
^3  is  the  potentiometer  reading  and  ig  is  the  photocell 
current  when  the  photocell  is  illuminated  by  light  from  the  stand- 
ard lamp  placed  at  the  distance  Dg  from  the  photocell. 

Then  i^  = k Ig/Ds^  (3) 

The  potentiometer  reading  is  proportional  to  the  photocell  cur- 
rent; 

Therefore 


^s  /^s  “ ^ 


(4) 
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Combijning  (1),  (2)^  (3)^  and  (1+) 
5g  _ loD^/ND  ^ 


(5) 


Calibration  is  accomplished  by  the  following  procedure;  I^and  Dg 
are  chosen  so  that  Is/Ds^  will  be  approximately  equal  to  IA>^, 
where  _I_  is  some  typical  value  of  the  intensity  of  the  light 
to  be  tested.  A suitable  value  of  j;  is  then  selected.  Cali- 
bration is  completed  making  the  photometer  direct  reading , by 
one  of  the  three  following  procedures ^ depending  on  the  photom- 
eter circuit  used. 

a.  External  Shunt  Circuit 


A diagram  of  this  circuit  is  shown  in  figure  9.  In  this  circuit 

(6) 


5. 


D 


T 


where  _S  is  the  sensitivity  of  the  photometer  circuit  and  is 
the  resistance  of  the  shunt.  ~ 

Calibration  therefore  requires  that,  with  the  photocell  illu- 
minated by  light  from  the  standard  lamp^  the  external  shunt 
resistance  is  set  so  that  the  potentiometer  indicates  the  value 
given  in  equation  (5).  The  other  parameters  of  the  calibra= 
tion  are  usually  adjusted  so  that  the  shunt  resistance  will  be 
of  the  order  of  a few  ohms.  This  order  of  resistance  value  is 
used  since  it  is  large  enough  to  be  set  accurately ^ and  it  is 
small  enough  so  that  there  will  not  be  so  great  a voltage  de- 
veloped across  the  photocell  that  the  photocell  will  respond 
nonlinearly.  The  practice  is  to  maintain  the  sensitivity  of  the 
recorder  at  a fixed  value  of  5 millivolts  for  full-scale  deflec- 
tion. The  sensitivity  of  the  preamplifier  is  therefore  set  in 
order  that  this  recorder  sensitivity  and  desired  range  of  resis- 
tance may  be  used. 

b.  Phototube  With  General  Radio  Amplifier 

The  procedure  for  calibration  is  the  same  as  that  for  procedure 
a.  (see  figure  12)  The  load  resistor  on  the  photocell  and  the 
controls  of  the  amplifier  are  adjusted  for  the  optimum  perform- 
ance range  of  the  amplifier.  Also  the  output  of  the  amplifier 
should  not  exceed  5 milliamperes.  Hence ^ other  parameters  are 
adjusted  so  that  is  greater  than  1 ohm. 
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PJ”14B  phototube  PHOTOMETER-  The  resistance-capacitance  network  between  the 
photometer  head  and  the  amplifier  is  used  in  the  photometry  of  flashing 
lights  and  is  otherwise  removed* 


c.  2Jero-Reslstance  Circuit 


A diagram  of  this  circuit  is  shown  in  figure  I3.  In  this  cir- 
cuit, if  the  photometer  is  balanced  so  that  no  current  flows 
through  the  galvanometer 


Then  i = 

where 


(7) 


i is  the  photocell  current, 

i and  a are  the  current  through  and  resistance  of  the 
slidewire  between  0 and  A respectively  (figure  I3) , and 
^ is  the  resistance  of  the  resistor,  r^. 


Assuming  the  slidewire  is  graduated  from  0 to  100,  the  reading 
of  the  indicator  of  the  slidewire  is 

6 = a/ao  (8) 

where  ^ is  the  total  resistance  of  the  slidewire  (the  resis- 
tance between  U and  B in  figure  13- ). 

Then,  combining  (1),  (7),  and  (8)., 


6 


r^kl 


(9) 


In  the  calibration  of  the  zero-resistance  circuit,  i is  gen- 
erally kept  constant  and  ^ is  varied.  “ 


When  the  photocell  is  illuminated  by  light  from  the  standard 
lamp,  r^  is  adjusted  to  obtain  a zero  reading  of  the  galvanom- 
eter when  the  slidewire  is  set  at  the  value  of  equation  (5) 
for  a given  test  distance  D.  With  the  photometer  thus  cali- 
brated. the  intensity  of  'che  test  light  3-S  given  by  equation  (2), 


d.  Special  Procedures 


Photometry  of  the  test  light  under  operating  conditions  other 
than  the  design  condition  is  sometimes  desirable.  Equation  (5) 
can  be  generalized,  taking  into  account  this  condition  as  well 
as  the  transmittance  of  any  filters  or  sector  disks  used  in 
calibrating,  so  that 


(5a) 


where 

j is  the  transmittance  of  the  color  filter  at  specified 
— color  temperature, 

Tg  is  the  transmittance  of  the  sector  disk. 


100-ohra  rheostat 
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ZERO- RE SI STANCE"  PHOTOMETER  CIRCUIT 


F is  the  ratio  of  the  output  of  the  light  under  test  when  it 
is  operated  under  the  design  conditions  to  the  output  of  the 
light  when  it  is  operated  under  test  conditions.  This  ratio 
may  be,  for  example,  the  ratio  of  the  rated  lumen  output  of 
the  test  lamp  to  the  output  of  the  lamp  at  the  test  voltage. 

It  also  may  be  the  ratio  of  the  intensity  in  a given  direction 
at  the  operating  voltage  to  the  intensity  in  this  direction  at 
the  test  voltage. 

In  the  case  of  flashing  lights  on  which  photometric  measurements 
are  made -with  the  light  burning  steadily  at  a selected  voltage, 
the  factor  F is  the  ratio  of  the  effective  intensity  of  the 
flash  in  a given  direction  to  the  steady  intensity  at  the  selec- 
ted voltage  in  this  direction  of  view. 

4.  TESTING  PROCEDURE 

The  photometer  is  first  calibrated  as  described  under  ”CalibratJm" 
Procedure'*  (Section  3*4)  to  some  useful  range  determined  by  the 
intensity  of  the  light  being  tested  and  the  information  desired. 
The  test  unit  is  mounted  on  the  goniometer  and  is  aligned.  The 
angular  settings  of  the  goniometer  are  adjusted  so  that  the 
origin  of  the  goniometer  settings  will  correspond  to  the  desired 
axis.  This  ax;is  usually  is  chosen  with  respect  to  either  the 
seating  plane  of  the  unit  or  some  characteristic  of  the  beam 
such  as  its  peak. 

The  proper  shielding  for  stray  light  is  put  into  place.  The 
photocell  is  removed  and  the  eye  is  placed  in  the  position  nor- 
mally occupied  by  the  photocell.  Examination  can  then  be  made 
to  insure  that  the  shielding  is  properly  placed,  and  that  no  ob- 
structions exist  between  the  lamp  and  the  photocell.  When  using 
the  279-meter  range,  the  baffling  tube  is  periodically  checked 
to  insure  that  it  is  not  being  obstructed  by  birds.  The  photo- 
cell is  then  replaced  into  its  proper  position. 

If  a sealed-reflector  lamp  is  being  photometered  the  lamp  is 
generally  operated  at  either  rated  voltage  or  ra£ed  current. 

Other  lamps,  such  as  those  used  in  combination  with  an  optical 
system,  are  generally  operated  at  or  corrected  to  rated  lumen 
output.  Power  for  the  test  and  standard  lamps  is  usually  ob- 
tained from  storage  batteries,  which  are  periodically  recharged. 
Voltage  and  current  are  measured  on  a potentiometer,  and  photo- 
metric measurements  are  not  made  until  the  lamp  has  reached 
stability. 

If  the  goniometer  is  to  be  motor  driven, the  gear  ratios  are 
chosen  so  that  the  traverse  will  be  slow  enough  to  insure  the 
accurate  recording  of  the  characteristics  of  the  light.  All  in- 
formation pertinent  to  the  photometric  measurements  is  recorded 
at  the  time  the  measurements  are  being  made. 
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